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Assessment (meconium stained amniotic fluid hypotonia HR 80) assessed vigorous (3 

assessments: respiration, tone heart rate) 

1 

Initial step of resuscitation keep warm under radian warmer sniffing Select ET tube No.3.5. Use 

meconium aspirator correctly. Open suction pressure -80 to -100 mmHg. 

2 

Heart rate was assessed at 6 s, positive pressure ventilation (after 1 meconium Aspiration was 

not gray, HR 60, green, not breathing.) 

3 

Wipe the actuator, reposition it, make PPV 30 seconds, face mask, correct size, choose the 

correct self inflating bag, Room air resuscitation PPV technique, correct (breath-two-three). 

4 chest movement HR, respiration 

5 HR, 80/min, green, not breathing, continue PPV for 30 seconds Room air oxygen 

Meconium stained 


